












































Journal of Biomedical Optics 134, 044009 July/August 2008
J




ashington University in St. Louis
epartment of Biomedical Engineering
ptical Imaging Laboratory
t. Louis, Missouri, 63130
Abstract. Photoacoustic tomography PAT is applied to image the
brain cortex of a monkey through the intact scalp and skull ex vivo.
The reconstructed PAT image shows the major blood vessels on the
monkey brain cortex. For comparison, the brain cortex is imaged
without the scalp, and then imaged again without the scalp and skull.
Ultrasound attenuation through the skull is also measured at various
incidence angles. This study demonstrates that PAT of the brain cortex
is capable of surviving the ultrasound signal attenuation and distortion
caused by a relatively thick skull. © 2008 Society of Photo-Optical Instrumentation
Engineers. DOI: 10.1117/1.2967907
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igh-resolution human brain imaging modalities currently
sed in clinics include X-ray computerized tomography CT
nd magnetic resonance imaging MRI. However, both CT
nd MRI are expensive. Furthermore, X-ray CT involves ex-
osure to ionizing radiation. In certain cases, ultrasound brain
maging is employed.1 Ultrasound imaging is an established
ediatric brain imaging modality2 for use before the fontane-
les are closed. After the closure of the fontanelles, the image
uality degrades significantly because the skull severely at-
enuates and scatters ultrasonic waves. Transcranial ultrasonic
rain imaging of adults is also limited by the inhomogeneous
berrating effect of the skull bone.3–9 The skull bone induces
oth phase and amplitude distortions. Such distortions can be
otentially corrected by various methods, such as adaptive
ocusing,10 time reversal,11 dynamic focusing,12 and spa-
iotemporal inverse filter STIF.13 However, transcranial ul-
rasound imaging still suffers from poor resolution and poor
ontrast.
Photoacoustic tomography PAT is a hybrid, non-ionizing
maging modality, which combines the resolution of ultra-
ound imaging with the contrast of optical imaging.14–18 In
AT, pulsed laser energy is delivered into biological tissue.
he subsequent ultrasound signal generated by the photoa-
oustic PA effect is detected to form an image through a
econstruction algorithm. Compared with pure ultrasound im-
ging, the contrast in PAT is optically based. PAT is particu-
arly suitable for imaging blood vessels because of the high
ptical contrast between blood and surrounding biological tis-
ue. In addition, PAT detects ultrasound signals through one-
ay propagation. Therefore, PAT suffers less distortion by the
kull than ultrasound imaging.
Brain cortex imaging by PAT, including structural, func-
ional, and molecular imaging, has been successfully
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hwang@biomed.wustl.edu.ournal of Biomedical Optics 044009-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/06/2016 Terms of Useconducted in small animals.19,20 However, brain cortex imag-
ing with PAT in large animals has not been studied. Our group
has reported monkey brain imaging using thermoacoustic to-
mography TAT.21 Compared with TAT, whose contrast is
determined by the water content and ion concentration of bio-
logical tissues, PAT provides dominantly hemoglobin contrast
and is more suitable for vascular imaging.
We extend the application of PAT to large animal brain
cortex imaging in this study. One monkey head sample was
imaged with our PAT system. Although the skull of the mon-
key head was as thick as 2 mm, the main structures of the
monkey brain cortex were identified by PAT. This promising
result shows the feasibility of large animal brain cortex imag-
ing using PAT.
2 Methods and Materials
The experimental setup for this study is shown in Fig. 1. A
Q-switched Nd:YAG laser pulse width: 15 ns LS-2137/2,
Symphotic TII Co., Camarillo, CA, operating at 1064 nm
with a pulse repetition rate of 10 Hz, was employed as the
irradiation source. A monkey head sample was irradiated from
the top, and PA signals were detected on the orthogonal plane
by an ultrasound transducer and then amplified by a 50-dB
amplifier 5072 PR, Panametrics, Waltham, MA. Next, the
signals were directed to a digital oscilloscope TDS5054, Tek-
tronix, Beaverton, OR and collected through a PC.
The early work by Fry22 showed that ultrasound signals
propagating through a skull suffer from less distortion at
lower frequencies 0.5–1 MHz. Therefore, an unfocused ul-
trasonic transducer V303, Panametrics, Waltham, MA with a
center frequency of 1 MHz and 60% bandwidth was used in
our experiment. The active element size of the transducer is
12 mm.
A fresh head sample of a 20-month-old rhesus monkey
was obtained from the California Primate Research Center.
The head sample was immersed in a 10% formalin solution
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Downloaded Frommediately after the head was harvested. The first PAT ex-
eriment was performed on the fifth day after the animal was
acrificed. Before the experiment, the hairs on the head were
haved off to reduce the potential attenuation of optical and
coustic waves. The dimensions of the head in the axial view
re about 97 cm, and the measured skull thickness is
2 mm.
Before the experiment, the ultrasound transducer was
ligned to point to the scanning center. The head sample was
hen held in a water tank and immersed in water. The location
f the water tank was adjusted so that the sample was at the
entral scanning region. During the data acquisition, the ultra-
ound detector scanned the sample circularly for 240 steps,
ith a scanning radius of 10 cm. A backprojection
lgorithm23 was employed to reconstruct an image. The laser
avelength used in all experiments was 1064 nm.
After the initial experiment, the skull was opened and the
onkey brain was exposed. We found that the brain tissue
till looked fresh when the skull was opened, because it is
ard for formalin to penetrate the skull. We also found that
uid blood still remained in the major blood vessels, which
rovided optical contrast.
Before imaging the exposed brain, the skull bone was put
ack on the monkey brain to keep the brain in its original
hape. Then the head sample was immersed in the 10% for-
alin solution. After the brain was fixed by formalin, the skull
one could be removed without altering the shape of the
rain. The formalin solution also helped to solidify the blood
n the blood vessels so that blood would not diffuse into water
hen the brain was immersed.
Next, we imaged the exposed brain with the skull on but
ith the scalp and dura mater removed. The relative location
etween the skull and blood vessels might have changed
lightly and may have had an effect on the incident angle of
he PA signals. After this process, the skull was removed and
he exposed brain was imaged again.
To understand the effect of the skull bone on PA signals,
e characterized the acoustic properties of the skull bone us-
ng PA signals. A 50-m-diameter, 1-cm-long human hair
as used as the PA target, and the hair was oriented parallel to
transducer surface in the detection plane. At the beginning
f the measurement, the transducer was used to detect the PA
ignal from the hair directly. Then the skull bone was placed
Fig. 1 Diagram of experimental setup.ournal of Biomedical Optics 044009-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/06/2016 Terms of Usebetween the transducer and the hair, and PA signals were de-
tected again. Since the skull bone is not flat, its curvature may
introduce uncertainties in the incident angles at which the PA
pulses strike the skull. To minimize this effect, we oriented
the central part of the skull, which is relatively flat, to be
parallel to the transducer surface and in the direct path of
wave propagation from the PA source to the transducer. Dur-
ing the experiment, the skull was rotated to different angles to
provide different incident angles to the PA pulses. The two
ultrasound transducers used in detecting PA signals had center
frequencies at 1 MHz V303, Panametrics, Waltham, MA
and 2.25 MHz V323, Panametrics, Waltham, MA, respec-
tively. The monkey skull thickness in the central part was also
measured with a caliper and found to vary from 1.45 mm to
2.46 mm, with an average value of 1.95 mm.
In all the above PAT experiments, we estimated that the
fluence delivered by each laser pulse was 50 mJ /cm2 at
1064 nm, which complies with the ANSI safety standard.24
3 Results
The reconstructed PAT images and a photograph of the ex-
posed brain cortex for the rhesus monkey are shown in Fig. 2.
Fig. 2a shows a PAT image of the monkey brain cortex with
the intact scalp and skull. Fig. 2b shows an image with the
skull only, and Fig. 2c shows an image of the exposed brain.
Fig. 2d is a photograph of the exposed monkey brain. Note
that the shape of the brain in Fig. 2d had changed slightly
since there was no support by the skull bone, and the dura
mater had also been removed to expose the brain.
In Fig. 2a, through the intact scalp and skull, six vascular
structures can be identified from the PAT image. With the
skull only, Fig. 2b shows many more details of the monkey
brain cortex than Fig. 2a. Fig. 2c shows the brain cortex
with even greater clarity than Fig. 2b, due to the lack of the
Fig. 2 a PAT image of a rhesus monkey brain with intact scalp and
skull bone; b PAT image of the monkey brain with the skull bone
only; c PAT image of the exposed monkey brain; d photograph of
the exposed monkey brain. The blood vessels that can be identified
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Downloaded Frokull effect. Note that since the monkey brain has a curved
urface, but our PAT scan in this implementation is two-
imensional, Figs. 2a–2c look quite different than Fig.
d. However, we can still associate the corresponding blood
essels between them. We labeled the blood vessels using the
ame numbers in Figs. 2a–2d. The field of view in the PAT
mage is also smaller than that of the photograph because of
he limited laser beam size. Compared with Fig. 2c, Fig. 2a
hows similar main vascular structures, which have been la-
eled with the numbers 1–6 on the monkey brain cortex, ex-
ept that structures 7–10 are not clearly visible in Fig. 2a.
owever, the blood vessels shown in Fig. 2a are thicker than
hose in Fig. 2c, which is probably due to optical attenuation
n the scalp and dura mater. Again, compared with Fig. 2c,
ig. 2b shows the brain cortex with a slightly reduced con-
rast due to the skull bone. To further quantify the similarity
etween Figs. 2b and 2c, we calculated the two-
imensional correlation of these two images. The calculated
orrelation coefficient is 0.7. This result indicates that Fig.
b exhibits most of the structures that have been shown in
ig. 2c, even though the brain was covered by the skull
one. Therefore, the effect of the skull bone on PAT is not
ignificant. In fact, the degradation of the image quality due to
he scalp is stronger. Quantitative correlation between Figs.
c and 2a is not applicable since the shape of the brain
hanged after the skull removal.
Fig. 3 shows the attenuation effect of the skull on PA sig-
als. The normalized amplitude of the detected PA signals is
hown as a function of the incident angle. For both 1-MHz
nd 2.25-MHz transducers, as the incident angle increases,
he received signal amplitude decreases. Beyond 35°, the
eceived signal amplitude increases again. This effect may be
xplained by the generation of shear waves,25 which we will
iscuss in detail next. Of the two transducers, the 1-MHz
ransducer received stronger signals.
At a normal incident angle for 1 MHz, the total PA signal
oss due to the presence of the skull bone is 50 dB /cm. In the
bove calculations, we used an average sound speed of
ig. 3 PA signal amplitude of a human hair detected by a 1-MHz
ransducer thick solid line and a 2.25-MHz transducer thin dashed
ine after the signal propagates through a skull bone at different inci-
ent angles. All of the amplitudes were normalized by the signal am-
litude detected when the skull was absent. The error bars shown on
he curve are the standard deviations of 10 measurements.ournal of Biomedical Optics 044009-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/06/2016 Terms of Use2900 m /s and a density of 1900 kg /m3 for the skull bone, a
sound speed of 1500 m /s, a density of 998 kg /m3 for water,
and a skull thickness of 1.95 mm. If we remove the loss due
to reflection, the insertion loss is 33 dB /cm, a value about 3
times that of a human skull.26 Therefore, the 2-mm-thick
monkey skull has as much insertion loss as a 6-mm-thick
human skull. Since the thickness of a human skull ranges
from 4 mm to 9 mm,27 PAT may be able to image the human
brain cortex as long as enough laser energy can penetrate the
human scalp and skull.
4 Discussion
We showed that PAT can be applied through a relatively thick
skull bone and that promising images can be obtained. In fact,
due to their attenuations to both ultrasound and light, the scalp
and the dura mater seem to have a larger effect than the skull
on the image quality. We also expect that once the skull gets
thicker, the distortion by the skull may become more severe,
necessitating corrections for the distortion.
Besides the skull bone, the scalp and dura mater contribute
to the degradation in image quality in Figs. 2c and 2a. We
do not expect the scalp and dura mater to have significant
effects on ultrasound signals, but the presence of the scalp and
dura mater might severely reduce the laser penetration, and
then reduce the image’s SNR. As a result, the effective pho-
toacoustic bandwidth with sufficient SNR is reduced, leading
to poorer spatial resolution. Fourier transformation of the ex-
perimental data indicates that the effective photoacoustic
bandwidths at SNR=2 are 0.34 MHz, 0.70 MHz, and
0.77 MHz for Figs. 2a–2c, respectively. In addition, the
scalp and dura mater also generate PA signals, which can
clutter the brain cortex images.
The propagation of ultrasound signals through the monkey
skull needs further comment. Since the sound speed in the
skull bone is approximately twice as fast as that in soft
tissue,26 the longitudinal wave has a critical incident angle of
30° when sound propagates from soft tissue to the skull. In
other words, once the incident angle is larger than 30°, the
longitudinal wave will be totally reflected on the skull surface.
In our PAT detection system, we detect PA signals on the
horizontal plane of the monkey brain. At this detection loca-
tion, signals from the blood vessels on the brain cortex are
likely to have incident angles larger than 30° when they
propagate toward the skull. Therefore, these signals would be
totally reflected at the inner surface of the skull. However, we
can still receive ultrasound signals generated from the blood
vessels on the brain cortex. The signals we detected are prob-
ably from longitudinal–shear–longitudinal wave conversion.
It is well known that at a boundary, the refracted waves con-
sist of both longitudinal waves and shear waves. If the inci-
dent angle is beyond the critical angle for longitudinal waves,
shear waves can still propagate beyond the boundary while
longitudinal waves cannot. If the boundary is part of a layered
material, the shear waves will convert back to longitudinal
waves at the other boundary. Through this mechanism, we can
still receive signals from blood vessels beyond the critical
angle.
By the longitudinal–shear–longitudinal wave conversion,
the wave propagation through a skull can avoid severe wave-
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Downloaded Frohich usually occurs when ultrasound signals pass through a
kull bone. The longitudinal wave speed in soft tissue is
1500 m /s, and the shear wave speed in skull is
1450 m /s. The similar propagation speeds of these two
aves help to keep the wavefront from distorting severely
hen ultrasound signals pass through the skull.
To further understand the effect of longitudinal–shear–
ongitudinal wave conversion, we present the PA waveforms
enerated by the human hair in Fig. 4. Fig. 4a shows the PA
ignals received by the 1-MHz transducer after the signals
assed through the skull bone with incident angles of 0° and
0°. The received PA signal when the skull bone is absent is
lso presented. The “No Skull” case shows the strongest am-
litude due to the lack of skull attenuation, whereas the other
wo are attenuated by the skull. Fig. 4b shows the same PA
aveforms, but the signals are normalized by their own peak
alues to show the first arrival times more clearly. We esti-
ated the arrival time of each pulse at the rising edge falling
dge in this case when the amplitude reaches 10% of the
eak amplitude, which is more than twice the noise level. The
rrival time is 16.1 s for the “0° Incident Angle” case,
6.7 s for the “No Skull” case, and 16.8 s for the “50°
ncident Angle” case. The measurement results of arrival
imes agree well with our earlier prediction. At the 50° inci-
ent angle, the photoacoustic signal passed through the skull
y converting the longitudinal wave into a shear wave and
hen back into a longitudinal wave. Since the shear wave
ig. 4 PA waveforms from a human hair detected by a 1-MHz transdu
eak amplitudes; c Fourier transforms of three waveforms in a.ournal of Biomedical Optics 044009-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/06/2016 Terms of Usespeed is similar to the sound speed in water, the “50° Incident
Angle” case has a similar arrival time as the “No Skull” case.
The “0° Incident Angle” case has a time lead because the
signal passed through the skull as longitudinal waves,
whereas the longitudinal wave speed in the skull is almost
twice that in water.
Fig. 4c shows the Fourier transforms of the signals
shown in Fig. 4a. Whereas the center frequency for the “No
Skull” case maintains 1 MHz, the center frequencies shift to-
ward the lower frequencies for the “50° Incident Angle” and
“0° Incident Angle” cases. The “50° Incident Angle” case
shifts more than the “0° Incident Angle” case. This shift to
lower frequencies is due to the strong attenuation of high-
frequency components by the skull.
5 Conclusion
We have shown that PAT can overcome the effect of a rela-
tively thick skull bone and that PAT brain cortex imaging of a
relatively large animal is feasible. With the help of contrast
agents, PAT can potentially image through even thicker skull
bones. This result suggests that PAT may have the potential
for human brain cortex imaging in infants or even adults.
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